ReaderTT.config = {"pagecount":13,"title":"doi:10.1016/j.ejrad.2005.03.033","author":"","subject":"","keywords":"","creator":"Elsevier","producer":"Acrobat Distiller 5.0 (Windows)","creationdate":"D:20051007154049Z00'00'","moddate":"D:20051014182640+05'30'","trapped":"","fileName":"document.pdf","bounds":[[909,1213],[909,1213],[909,1213],[909,1213],[909,1213],[909,1213],[909,1213],[909,1213],[909,1213],[909,1213],[909,1213],[909,1213],[909,1213]],"bookmarks":[{"title":"Interventional and intraoperative MRI at low field scanner - a review","page":1,"zoom":"FitH 1321","children":[{"title":"MRI as a guiding tool","page":1,"zoom":"FitH 557"},{"title":"MRI guidance: benefits and disadvantages","page":2,"zoom":"FitH 1321"},{"title":"Open low field MRI systems","page":2,"zoom":"FitH 1321"},{"title":"Imaging sequences and image quality","page":2,"zoom":"FitH 557"},{"title":"Scanners for interventional MRI","page":3,"zoom":"FitH 1321"},{"title":"Instrument tracking and safety in interventional procedures in MRI","page":3,"zoom":"FitH 1220"},{"title":"Clinical applications","page":5,"zoom":"FitH 557","children":[{"title":"MRI guided biopsy","page":5,"zoom":"FitH 557"}]},{"title":"Periradicular therapy","page":5,"zoom":"FitH 557"},{"title":"MRI-guided breast biopsy","page":6,"zoom":"FitH 557"},{"title":"Drainages, vascular interventions","page":8,"zoom":"FitH 1321"},{"title":"Ablative therapies in MRI","page":8,"zoom":"FitH 557"},{"title":"Intraoperative MRI","page":9,"zoom":"FitH 557"},{"title":"Conclusion and future directions","page":10,"zoom":"FitH 557"},{"title":"References","page":10,"zoom":"FitH 1321"}]}],"thumbnailType":"jpg","pageType":"html","pageLabels":["130","131","132","133","134","135","136","137","138","139","140","141","142"]};
